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We report on a compact, tunable, and scalable to large arrays imaging device, based on a
radio-frequency optically pumped atomic magnetometer operating in magnetic induction
tomography modality. Imaging of conductive objects is performed at room temperature, in an
unshielded environment and without background subtraction. Conductivity maps of target objects
exhibit not only excellent performance in terms of shape reconstruction but also demonstrate
detection of sub-millimetric cracks and penetration of conductive barriers. The results presented
here demonstrate the potential of a future generation of imaging instruments, which combine mag-
netic induction tomography and the unmatched performance of atomic magnetometers. VC 2016
Author(s). All article content, except where otherwise noted, is licensed under a Creative
Commons Attribution (CC BY) license (http://creativecommons.org/licenses/by/4.0/).
[http://dx.doi.org/10.1063/1.4943659]
Imaging the properties of an object is a fundamental
asset in many fields, ranging from materials’ evaluation to
security, and bio-medicine. Although a number of imaging
techniques and devices have been developed, there are no
universal imaging systems. Different systems create images
based on different properties of the object of interest which,
combined with practical issues such as cost-effectiveness or
invasiveness, can narrow the range of possible applications.
Electromagnetic induction imaging, often referred to as
Magnetic Induction Tomography (MIT),1 due to the possibil-
ity of producing tomographic images, is one of the best
candidates for a tunable, cost-effective, and non-invasive
imaging tool. Indeed, its suitability to many different appli-
cations is being investigated.2–6 MIT non-invasively maps
the conductivity, permeability, and permittivity of an object
of interest, by measuring the “secondary field” (BEC) pro-
duced by eddy currents induced by an applied oscillating
magnetic field. The system relies on the inductive coupling
between this AC magnetic field, the “primary field,” with the
sample under investigation.
In order to overcome the limitations of current conven-
tional MIT instrumentation, in terms of sensitivity and band-
width, a proof-of-concept was recently realized with a
self-oscillating Optical Atomic Magnetometer (OAM).7
However, the relative complexity of the apparatus, its low
suitability for scalability, and its reduced flexibility in terms
of working frequency make the instrument not well-suited
for practical applications.
Here, we present an alternative approach for optical
MIT imaging, based on a Radio-Frequency optically pumped
OAM (RF OAM).8–10 This combines the advantages in terms
of sensitivity of OAMs, up to orders of magnitudes larger
than that of a pick-up coil of the same volume,11 with the
simplicity, robustness, and scalability of RF OAMs.
We report on the implementation of an electromagnetic
induction imaging system based on a RF OAM and on the
demonstration of OAM-based electromagnetic imaging in
conditions similar to those of materials’ non-destructive
evaluation (NDE) and security screening. In particular, we
demonstrate imaging of conductive objects, crack detection,
and conductive barrier penetration at room temperature, in
an unshielded environment.
The apparatus is shown in Fig. 1(a). The fundamental
sensing unit (Fig. 1(b)) is an 87Rb vapor, spin-polarized by
optical pumping via a rþ laser beam tuned to the D2 line
F ¼ 2 ! F0 ¼ 3 transition (Fig. 1(c)). Tuning is stabilized
by means of an independent Dichroic Atomic Vapor Laser
Lock (DAVLL). As in conventional RF OAMs, a perpendic-
ular AC magnetic field (BRF) excites spin-coherences and
produces a transverse atomic polarization. Under the action
of a magnetic field to be measured, the Faraday effect rotates
the plane of polarization of a p-polarized probe beam, pro-
viding information about the Larmor precession and, there-
fore, about the magnitude of the total magnetic field.12 In the
present work, the probe beam is detuned by þ425MHz by a
double-pass acousto-optic modulator. The effects of Faraday
rotation are detected by a polarimeter, constituted of a bal-
anced photodiode and a polarizing beam splitter. Typically,
the OAM’s resonance has a FWHM # 2$ 10%7 T.
In order to reduce the system’s footprint and complex-
ity, a single ferrite-core coil (7.8mm$ 9.5mm, L¼ 680 lH
at 1 kHz) generates both BRF and the MIT primary field. A
dual-phase lock-in amplifier, referenced to the RF supply
driving the coil, allows the measurement of the amplitude
(“radius,” R) and the phase lag (“phase,” /) of the magnetic
field signal. This includes the eddy currents’ contribution
which is directly related to the dielectric properties of the
object of interest.13
The frequency of the oscillating magnetic field (xRF) is
chosen on the basis of the required skin depth d. Tuning of
the RF OAM is achieved by suitably adjusting the DC fielda)Electronic mail: l.marmugi@ucl.ac.uk
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used for optical pumping, BDC (Fig. 1(b)). Thus, the range
and penetration of the system can be easily adapted to the
required task and current conditions. Position-resolved meas-
urements are obtained by moving the samples with a transla-
tional stage.
The present setup represents an important development
in terms of a reduction of complexity with respect to the
proof-of-concept.7 The MIT information is now directly
encoded at xRF. Therefore, no down-mixing is required.
Moreover, the re-designed OAM does not require phase-
locked loops and feedback-controlled acousto-optic modula-
tion for synchronous optical pumping. Furthermore, the
crossed beams configuration adopted here (Fig. 1) allows
more precise control of the sensing region, thus potentially
improving either the spatial resolution, the sensors’ density,
or both.
The instrument’s imaging capabilities at room tempera-
ture in an unshielded environment are demonstrated by
imaging several conductive objects, as shown, for example,
in Fig. 2. We did not observe any noticeable effects during
the MIT operation due to randomly varying stray magnetic
fields. In the case of metallic and non-magnetic objects, con-
ductivity is the largest contributor to the secondary field. The
maps shown in this work can therefore be considered exclu-
sively as plots of conductivity.
In Fig. 2, xRF=2p ¼ 1 kHz, with the driving coil cen-
tered on the sensor, 63mm above the pump and probe
beams. The local maximum field at the object’s level is esti-
mated, by means of finite-element simulations, to be of the
order of 2$ 10%3 T, and of 6$ 10%5 T at the sensor’s level,
when the object is not present. The peak of eddy currents’
surface density is estimated at #106 A/m2 in the case of
Fig. 2(a).
The objects of interest, a disk and a triangle of Al, of
2mm and 3mm thickness, respectively, are moved with a
translational stage with respect to the RF OAM. At each
position, 103 averages are performed. Matrices of position-
dependent data D ¼ fdzxg are acquired by a laptop, dis-
played in real time, and recorded. Contrary to the previous
implementation,7 no background subtraction is required. In
other words, only one image is required for reproducing
objects such as those in Fig. 2. This is of great importance in
view of practical applications.
Each matrix D is normalized and then filtered with a
nearest-neighbor averaging filter, with 2 pxl radius (dðnormÞzx ).
This takes into account possible fluctuations in positioning
FIG. 1. Compact RF OAM for MIT. Pump (exactly resonant, rþ polarized, propagating along z^, 7.9mW/cm2) and probe (Dpr¼þ425MHz, p polarized along
y^, propagating along x^, 0.9mW/cm2) are tuned to the 87Rb F ¼ 2 ! F0 ¼ 3 hyperfine transition. They are crossed at the center of a 25mm cubic glass cell
containing 20Torr of N2 as buffer gas and a naturally occurring Rb vapor, kept at room temperature (298K). A uniform DC magnetic field (BDC ¼ BDCz^)
allows optical pumping to the jF ¼ 2;mF ¼ þ2i Zeeman state and thus the spin-polarization of 87Rb along z^. An AC magnetic field (BRF) coherently drives
the ground-state polarization. Unlike in conventional RF OAMs, BRF also acts as the primary field for MIT, thus generating eddy currents in the object of inter-
est. Under the influence of the total magnetic field BTot ¼ BRF þ BEC, the polarization of the probe beam is periodically rotated and measured by projecting
the resulting polarization onto z^ and y^. In order to obtain position-resolved measurements, a CCD camera detects the position of the object, while a laptop
records the averages (103 samples/point). (a) Experimental setup. DBR: distributed Bragg-reflector; DAVLL: dichroic atomic vapor laser lock; HWP: k=2
waveplate; QWP: k=4 waveplate; NPBS: non-polarizing beam-splitter; PBS: polarizing beam-splitter; LIA: lock-in amplifier; DAQ: data acquisition board. (b)
Detail (to scale) of the MIT OAM unit, with an Al disk as an example of a typical target. Eddy currents are shown as a white loop. (c) 87Rb F ¼ 2 ! F0 ¼ 3
transitions involved in the OAM operation. The p-polarized probe beam does not match the center of the jF0 ¼ 3;mF0 i levels because of its detuning.
FIG. 2. Electromagnetic induction
imaging with a RF OAM: normalized
conductivity maps of Al objects at
1 kHz. (a) R map of an Al disk, diame-
ter 37mm (2mm thick). C ( 3:5, as
defined in Eq. (1). (b) / map of a
31mm$ 38mm$ 50mm Al triangle
(3mm thick). C ( 3:9. Maximum
phase change is D/max ¼ 41:3), the
color bar maps an interval
D/col ¼ 38:4).
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and eases shapes’ recognition. Data are then plotted in color-
coded 2D plots. The dark level for color coding is taken as
the average of the normalized values plus their standard
deviation along a column ~x, where the object is not present:
dark * hdðnormÞz~x þ stdevðnormÞz~x i. In this way, with a confidence
of 64%, each value larger than dark is a contribution gener-
ated by the object and not by fluctuations in the background,
which are still present. This simple criterion can be adapted
in view of the desired application. It is also partially respon-
sible for a possible lack of “sharpness” at the boundaries of
the objects. Suitable edge detection algorithms could limit its
impact. It is noteworthy that this procedure does not modify
data, only their display.
Finally, as a figure of merit for direct comparison of dif-
ferent images, we introduce the contrast C
C ¼ max d
normð Þ
zx
! "
% dark
dark
: (1)
NDE is one of the main applications of electromagnetic
induction imaging. In order to demonstrate the suitability of
our instrument for such a task, a sub-mm crack is created in
an Al ring. As shown in Fig. 3(a), the cut goes through the
full radial extension (6mm) and full thickness (2mm) of the
object. This causes an interruption in the flow of the eddy cur-
rents excited by the MIT primary field, and hence, a decrease
of the local BEC measured by our instrument. In terms of con-
ductivity mapping, this will create a local minimum.
Figs. 3(b) and 3(c), which present the / and the R maps
of the ring at 10 kHz, confirm this: at the position of the sub-
mm crack, a decrease in the level of the signal is observed.
Hence, our RF OAM-based MIT system is capable of imag-
ing conductive objects and is also able to detect and locate
tiny features, such as structural anomalies. This is of
fundamental importance for NDE, for example, in industrial
quality processes and structure monitoring.
Fig. 3(d) shows a plot of normalized R data, along
selected columns of the radius map 3(c). The blue circles
correspond to a region where the object is not present. The
red squares are the cross section at the center of the crack:
the trace exhibits a decrease in the conductivity at
x¼ 20mm, where the fracture is located. This decrease is
significant in comparison to the standard deviation bars. The
yellow crosses label the cross section towards the center of
the ring; as expected, a large value is read for x# 0mm and
x# 38mm, whereas values consistent with the background
are obtained around x# 20mm.
Incidentally, Fig. 3 also demonstrates the capability of
the system to work at different frequencies, only by tuning
the BDC field.
Fig. 4 further demonstrates the suitability of the sys-
tem for NDE: the crack in the ring is here imaged with a
higher spatial resolution. The crack is clearly visible and is
displayed in a 3D surface plot obtained from the normal-
ized R (Fig. 4(c)). As in the case of Fig. 3, the image of the
fracture is somehow smoother than expected. On the one
hand, this is an obvious consequence of the nearest-
neighbor averaging. On the other hand, however, this is
due to the relatively large spread of the primary field at the
object’s surface. According to finite-element simulations,
the actual distribution of BRF on the object’s plane is
broader than the crack itself (FWHM# 6mm). This could
be improved by using more localized driving fields, or
introducing image processing which takes into account the
distribution of the driving field over the spatial extension
of the object.
Another fundamental capability for applications is pene-
trating shieldings or surrounding spurious objects. This
FIG. 3. Crack detection: normalized
conductivity maps of an Al ring with a
sub-mm crack at 10 kHz (dAl
( 0:82mm). (a) Photo of the sample:
thickness is 2mm, the radial extension
is 6mm. The width of the crack is
<1mm. (b) / map; C ( 1:1. In this
case, D/max ¼ 9:9); D/col ¼ 6:0). (c)
R map; C ( 1:8. (d) Cross-sections of
the R map at z¼ 3.2mm (blue circles),
z¼ 15.2mm (red squares), and
z¼ 22.4mm (yellow crosses). Error
bars are standard deviations automati-
cally computed after 103 averages.
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would be of major importance for security screening and
also for the monitoring or evaluation of complex structures.
The capability of our device in shield penetration is
explored by considering a Cu square (side-length 25mm,
thickness 1mm) concealed behind an Al barrier of thickness
1mm and extended all over the sensing region (>100mm).
The objects are in electrical contact: eddy currents can, in
principle, flow from one surface to the other. The driving
coil is lifted by 3mm, thus leading to a center-to-center sepa-
ration with respect to the sensor of 66mm.
For similar configurations, it was found that the main
problems for imaging are (i) to penetrate the Al screen and
(ii) to eliminate its spurious contribution. The first issue can
be solved by choosing a suitable frequency, which allows a
skin depth larger than the thickness of the screen. In this
case, xRF=2p ¼ 500Hz, which ensures penetration of the Al
barrier.
The second problem has been solved by subtracting
images obtained at different frequencies.4,6 However, this
may be impractical for certain applications, as it would
require different measurements in stable conditions. Here,
due to our RF OAM, the Cu square concealed by an Al bar-
rier is imaged with a single measurement at 500Hz, without
the need of any background subtraction, or image reconstruc-
tion (Fig. 5).
The agreement with the position, the shape, and the size
of the object is satisfactory. Nevertheless, the edges of the
square appear particularly blurred. This may be ascribed to
edge effects at the boundaries between the object of interest
and the screen, where further noise due to mutual induction
and flow of eddy currents is expected. This is reflected in the
fact that the / map provides better results than the R map,
due to the different conductivities between the Al shield and
the Cu square. This produces a larger phase lag in the case of
the more conductive copper.
In conclusion, a compact, robust, and scalable imaging
instrument based on RF OAM operating in MIT modality is
realized and tested in view of different applications.
Sensitivity and flexibility of the system are provided by the
RF OAM, which can be easily tuned in order to match the
required working conditions. Imaging of conductive objects
is demonstrated with such a device and without any image
reconstruction or background subtraction. With respect to
the proof-of-concept of MIT with OAMs,7 the current system
allows for improved performances in terms of spatial resolu-
tion, while reducing the complexity and the cost of the appa-
ratus. The present work, therefore, demonstrates practical
applications of MIT with RF OAMs in unscreened everyday
conditions, from security screening to non-destructive
evaluation.
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